[Efficacy of the glass bead sterilizer on endodontic instruments].
The time taken to achieve the sterilization of K files impregnated in a Bacillus subtilis culture was evaluated, placing the files in a glass bead sterilizer. The minimum time needed was 20 seconds at 240 degrees C and the previous cleaning of the file with a sterile wipe impregnated by alcohol reduced this time to 15 seconds.